False-positive human chorionic gonadotropin levels caused by a heterophile antibody with the immunoradiometric assay.
A case of a false-positive test for the beta-subunit of human chorionic gonadotropin as performed by the immunoradiometric assay is described. Further studies revealed that this problem was secondary to a cross-reacting heterophile antibody.